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We describe the use of digital phase noise test sets at frequencies well beyond the sampling
rate of their analog-to-digital converters. The technique proposed involves the transfer of phase
fluctuations from an arbitrary high carrier frequency to within the operating frequency range of the
digital instrument. The validity of the proposed technique has been proven via comparison with
conventional methods. Digital noise measurements eliminate the need for calibration and improve
consistency of experimental results. Mechanisms limiting the resolution of spectral measurements
are also discussed.
I. INTRODUCTION
Over the past two decades the technique of noise mea-
surements has been refined to the point where its spectral
resolution exceeded the standard thermal noise limit [1].
Yet in many practical cases the extreme spectral res-
olution is not required. Besides, high-resolution phase
noise measurements are time consuming and technically
involved; they also suffer from the residual sensitivity to
amplitude fluctuations of the carrier signal.
Recent years have seen the introduction of digital test
sets that allow fast and reasonably accurate measure-
ments of differential phase fluctuations between two in-
put signals [2, 3]. This is achieved via the coherent de-
modulation of the input signals. During this process, an
input signal u(t) = U Cos(ωsignt+ Φ(t)) is sampled and
its frequency is measured. The digital replica of the input
signal u(tk) is then multiplied with a synthesized discrete
cosine and sine wave at frequency ωsign. The following
low-pass filtering eliminates the high frequency spectral
components (at 2 ωsign) leaving only slowly varying terms
x(tk) = Sin(Φ(tk)) and y(tk) = Cos(Φ(tk)). The phase of
the input signal is then computed via the inverse trigono-
metric function: Φ(tk) = ArcTan(x(tk)/y(tk)). To re-
duce the excess phase noise associated with the sampling
process, digital test sets feature multi-channel architec-
ture complemented by the cross-correlation signal pro-
cessing [4, 5].
When applied to the characterization of phase noise
in oscillators, digital test sets simplify the measurement
process by eliminating the need for phase-locking one os-
cillator to another [6]. Among their advantages is also
immunity to amplitude fluctuations and the ability to
self-calibrate. The main drawback of digital test sets is
the restricted frequency range: the current commercial
instruments operate below 400 MHz [7].
In this paper we describe a technique that enables high-
resolution phase noise measurements with digital instru-
ments at frequencies well beyond the sampling rate of
their analog-to-digital converters. Microwave amplifiers
∗ stephen.parker@uwa.edu.au
are used as test objects to verify the validity of these
digital noise measurements. We show that the results
of digital noise measurements are very much consistent
with those obtained using the conventional analog based
instruments. We also discuss mechanisms limiting the
spectral resolution of noise measurements involving the
use of the digital phase noise test sets.
II. MEASUREMENT TECHNIQUE
A schematic diagram of the proposed noise measure-
ment system is shown in Fig. 1. Noise fluctuations from
a two port Device Under Test (DUT) are introduced to a
high frequency carrier (SG1), which is then mixed (M1)
with a lower frequency offset (SG2) to create two side-
bands. One sideband is removed via filtering (BPF) be-
fore the signal is mixed (M2) with the original high fre-
quency carrier (SG1) and filtered again (LPF), leaving
just the low frequency signal and the noise fluctuations
of the DUT. In essence, the circuit transfers the noise
components from one frequency to a different frequency,
as such we refer to the setup as a transposed frequency
noise measurement system.
In the analysis that follows we represent waveforms as
cosine functions, having dropped the sine components to
allow for a clear and concise display for the reader. In
addition, most amplitude coefficients have been set to
unity.
The signal of the high frequency oscillator (SG1) is
modelled as
cos (ω0t+ δφSG1), (1)
where ω0 = 2pif0 represents the oscillator frequency and
δφSG1 are the intrinsic phase fluctuations of the signal
generator. Eq. (1) is then power divided into two paths,
with one arm passing through the DUT where phase fluc-
tuations of the device δφDUT are imprinted on to the
carrier,
cos (ω0t+ δφSG1 + δφDUT + φDUT), (2)
where φDUT is the mean (fixed) phase delay in the DUT.
The output of the DUT is then mixed (M1) with an aux-
iliary carrier from the signal generator SG2 at a lower
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FIG. 1. Schematic of the transposed frequency circuit (isola-
tors and attenuators not shown). The dashed line rectangle
shows the addition of a low noise amplifier and phase noise
test set as discussed in the text.
frequency ωa = 2pifa that falls within the bandwidth of
the digital phase noise test set,
cos (ω0t+ δφSG1 + δφDUT + φDUT)× cos (ωat+ δφSG2)
= cos ((ω0 + ωa) t+ δφSG1 + δφDUT + φDUT
+δφSG2 + δφM1)
(3)
+ cos ((ω0 − ωa) t+ δφSG1 + δφDUT + φDUT
−δφSG2 + δφM1) ,
with δφM1 being the phase noise contribution of mixer
M1. Assuming that a band-pass filter (BPF) eliminates
the upper sideband of the beat note at the output of
mixer M1, the signal at the output of mixer M2 can be
written as
cos ((ω0 − ωa) t+ δφSG1 + δφDUT + φDUT
−δφSG2 + δφM1)× cos (ω0t+ δφSG1)
= cos ((2ω0 − ωa) t+ 2δφSG1 + δφDUT + φDUT
(4)
−δφSG2 + δφM1 + δφM2)
+ cos (ωat+ δφDUT + φDUT + δφSG2 + δφM1 + δφM2).
The low-pass filter (LPF) in Fig. 1 allows only a signal
at frequency fa to reach the input of the digital test set,
cos (ωat+ δφDUT + φDUT + δφSG2 + δφM1 + δφM2).
(5)
This signal contains all information about the phase fluc-
tuations of the microwave DUT and is free from phase
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FIG. 2. Schematic of a phase bridge with a low noise
pre-amplifier (Stanford Research Systems SR560) and Fast
Fourier Transform Vector Signal Analyzer (FFT VSA, Agi-
lent 89410A). The mechanical phase shifter can be adjusted
to make the mixer output proportional to phase or amplitude
fluctuations in the DUT.
fluctuations of the microwave pump source SG1. The
phase fluctuations of the auxiliary source SG2 are not an
issue either: they are synchronous at both ports of the
test set and cancel each other upon subtraction. On the
other hand, phase fluctuations of the two mixers, as fol-
lows from (5), are in direct competition with the useful
phase noise of the DUT. For this reason, one could as-
sume that mixer noise would be the main factor limiting
the resolution of spectral measurements (this is confirmed
by experimental results of section IV). In deriving (4) it
was assumed that phase noise of the microwave pump os-
cillator is canceled at the output of mixer M2. In reality,
such cancellation may not be perfect due to asymmetry
of the measurement system and associated with it differ-
ential time delay τ between the microwave signals (ω0) at
the LO and RF ports of the mixer M2. In this scenario,
the Power Spectral Density (PSD) of the residual phase
fluctuations of the microwave oscillator can be estimated
from
Sresφ (F ) ∼ SµWφ (F ) (piFτ)2 , (6)
where SµWφ (F ) is the PSD of phase fluctuations of the mi-
crowave oscillator and F is the Fourier frequency. Eq. (6)
is valid for phase fluctuations with coherence time sig-
nificantly longer than τ . This, however, is always true
in the microwave domain where the oscillator frequency
experiences slow modulation, such as flicker or random
walk fluctuations. Considering a quartz-based frequency
synthesizer, such as an Agilent E8257D operating at
310 GHz, the PSD of its phase fluctuations is -70 dBc/Hz
at F=10 Hz [8]. Further assuming that τ = 10 ns (corre-
sponding to an excessively large path length difference of
3 m) and making use of (6) we find that the PSD of the
residual phase fluctuations is totally negligible (less than
-190 dBc/Hz at F = 10 Hz), as compared to the mixer
contribution (-135...-130 dBc/Hz at F = 10 Hz).
In the case when the power of the output signal at fre-
quency fa is not sufficient to satisfy the power require-
ments of the phase noise test set, it can be boosted with a
low-noise RF amplifier (see Fig. 1). This could markedly
limit the resolution of spectral measurements at relatively
high Fourier frequencies (F > 1 kHz) due to the amplifier
Nyquist noise (see the noise spectra in Fig. 4).
If both sidebands at f0 ± fa (Eq. (3)) are present for
the second mixing stage M2, i.e. if no BPF is used, then
the phase fluctuations of the DUT are converted in to
amplitude fluctuations of the output signal at fa,
cos ((ω0 ± ωa) t+ δφSG1 + δφDUT + φDUT
+δφSG2 + δφM1)× cos (ω0t+ δφSG1)
= 2 cos (δφDUT + φDUT + δφSG2 + δφM1 + δφM2)
× cos (ωat). (7)
As follows from (7), the phase of the output signal is
independent of the phase of the DUT, therefore, all in-
formation about the phase fluctuations of the DUT is
lost. In this regime one can evaluate the noise floor of
the measurement system. On the other hand, the depen-
dence of the amplitude of the output signal on the phase
of either the DUT or that of the auxiliary signal generator
SG2 could be used for generation of pure AM-modulated
signals.
III. RESULTS
In order to verify the validity of the transposed fre-
quency noise measurement technique we applied it to the
case of a microwave amplifier with well known noise prop-
erties.
Amplifier noise properties are often characterized by
a Noise Figure (NF) in which case the Single Sideband
(SSB) PSD of amplifier white phase noise is given by [9,
10]
LWφ =
kBT0
2Pin
×NF, (8)
where kB is Boltzmann’s constant, T0 is the ambient tem-
perature of the amplifier, Pin is the input power and
NF is the Noise Factor, which is the Noise Figure rep-
resented as a multiplicative factor instead of in decibel
units. Amplifiers also exhibit flicker (1/F ) phase noise,
so for a complete understanding of amplifier noise per-
formance one must determine the corner frequency where
the phase noise transitions from a flicker frequency de-
pendence to a white frequency dependence. The ampli-
fier to be measured is a JCA812-5001, originally man-
ufactured by Endwave Defense Systems (now owned by
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FIG. 3. (color online) Single-sideband phase noise of an
Endwave JCA812-5001 amplifier with different input power
(curves 1 - 3, see legend), measured using a phase bridge
system (Fig. 2) with a carrier signal frequency of 11.2 GHz.
Curve 4 shows the measurement system noise floor.
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FIG. 4. (color online) Single-sideband phase noise of an End-
wave JCA812-5001 amplifier for different input powers (curves
1 - 3, see legend), measured using a digital phase noise test
set [7] combined with a transposed frequency system (Fig. 1)
with a carrier signal frequency of 11.2 GHz and an auxiliary
signal frequency of 20 MHz. Curve 4 shows the total mea-
surement system noise floor, curve 5 is the phase noise of the
final output amplifier and curve 6 is the noise floor of the test
set.
Microsemi Corporation). The amplifier operates over a
frequency range of 8 - 12 GHz with a gain of 48 dB, a
compression point power of 14.5 dBm and a noise figure
of 5 dB. From eq. (8) we expect the amplifier to gener-
ate a SSB white phase noise floor of -172 - Pin dBc/Hz,
where Pin is expressed in units of dBm.
First, a phase bridge measurement system (Fig. 2) was
4used to measure the phase noise of the amplifier. The me-
chanical phase shifter is adjusted so that the two signals
incident on the mixer are in quadrature. In this regime,
the mixer output DC voltage is close to zero, while its
fluctuations are synchronous with the phase fluctuations
of the DUT. This output passes through a low noise pre-
amplifier before being collected by a Fast Fourier Trans-
form Vector Signal Analyzer (FFT VSA). The SSB PSD
of voltage fluctuations, SV (F ), can then be converted in
to SSB phase noise by
Lφ (F ) = SV (F )− Spd − κPA − 3, (9)
where κPA is the gain of the pre-amplifier and Spd is
the phase-to-voltage conversion efficiency of the phase
bridge, both converted into dB units. The value of Spd
depends upon the choice of mixer and the power levels
incident on the mixer; it can be measured by adjusting
the mechanical phase shifter and observing the change in
voltage at the output of the mixer. For the phase bridge
used in these measurements Spd ≈ 0.22 V/rad. In-line at-
tenuators were used to maintain a constant power level
at the RF port of the mixer in order to avoid repeat-
ing the calibration of the phase bridge. The noise floor
of the combined phase bridge/pre-amplifier/VSA system
was measured by removing the DUT and replacing it with
coaxial cable. Phase noise of the amplifier operating at
11.2 GHz was measured for different input powers, the
results are presented in Fig. 3. None of the results above
1 Hz offset are limited by the noise floor of the measure-
ment system. The rolloff observed above 105 Hz is due
to filtering in the pre-amplifier. The observed levels of
white phase noise are congruent with the predictions of
eq. (8).
The transposed frequency circuit in Fig. 1 was used in
conjunction with a digital phase noise test set [7] to re-
peat the measurements of Fig. 3. The test set used had
an input bandwidth of 1 - 400 MHz and required a min-
imum signal power of 3 dBm. Conventional microwave
mixers are not capable of satisfying the test set power
requirements, as such a low noise amplifier was used to
increase the output power. Signal generator SG1 oper-
ated at 11.2 GHz and signal generator SG2 operated at
20 MHz, which also acted as a reference signal for the
test set. The bandpass filter was adjusted to preserve
the 11.18 GHz sideband. In-line attenuators were used
to ensure that power incident on all mixer ports remained
constant for all measurements. It should be noted that
passive two port microwave devices such as in-line atten-
uators and isolators generally exhibit extremely low levels
of residual phase noise [11] and hence make a negligible
contribution to the noise floors of the measurement sys-
tems studied here. Phase noise measurements of the am-
plifier obtained with the measurement setup in Fig. 1 are
presented in Fig. 4, the only result limited by the noise
floor of the system is for an input power of -20 dBm at
offset frequencies above 105 Hz.
IV. DISCUSSION
A comparison of Fig. 3 and Fig. 4 does not indicate
any discrepancies. Differences between the white noise
floors can be attributed to minor inconsistencies in the
power incident on the DUT. The data presented in Fig. 3
was only averaged from 16 - 64 times depending on the
frequency offset while the data presented in Fig. 4 was
averaged on the order of 100 - 400 averages depending on
the frequency offset. This does not represent any funda-
mental disadvantage of either approach but is simply a re-
flection of differences in acquisition time. Regardless, the
results demonstrate that the transposed frequency tech-
nique correctly measures the phase noise of the DUT. It
does not matter if the DUT is located in the other arm
from the power divider as the same result is achieved.
Curve 4 of Fig. 4 shows the noise floor of the measure-
ment system in Fig. 1. These measurements were made
with the DUT replaced by a piece of coaxial cable. It
is clear that the intrinsic noise of the test set (curve 6)
does not limit the spectral resolution of the overall mea-
surement system. At Fourier frequencies above 1 kHz the
SSB phase noise floor is flat and close to -157 dBc/Hz.
This limit comes from the intrinsic fluctuations of the RF
amplifier: these fluctuations were measured in separate
experiments at powers of the input signal corresponding
to the typical operating conditions. At Fourier frequen-
cies below 103 Hz, the phase noise floor of the measure-
ment system is entirely determined by voltage fluctua-
tions in the mixers M1 and M2. This follows from the
direct comparison of noise floors of the digital (Fig. 1)
and analog (Fig. 2) measurement systems. Furthermore,
curve 4 in Fig. 3 indicates that the phase bridge was
visibly disturbed during the noise floor measurements.
Typically, the intrinsic SSB phase noise of the X-band
phase bridge varies as 4 × 10−13/F (rad2/Hz) resulting
in L(1 Hz)∼ −125 dBc/Hz, which is more than 10 dB
lower than what was measured. The excess noise at fre-
quencies 105 - 106 Hz (curve 4 in Fig. 4) could be at-
tributed to either of the signal generators. Making the
measurement system more compact should rectify this
problem. Finally, a consideration must be given to the
choice of the auxiliary frequency, fa, as the two sidebands
generated after the first mixing stage must be sufficiently
separated in order for the band-pass filter to fully atten-
uate one of them. Assuming that high-quality band-pass
filters based on iris-coupled cavity resonators are used,
the narrowest bandwidth achievable at the X-band is of
the order 50 MHz. So, as long as the auxiliary frequency
is larger than 25 MHz one does not have to worry about
the loss of sensitivity while making the phase noise mea-
surements.
V. CONCLUSION
We have developed a novel noise measurement tech-
nique, which enables the transfer of phase information
5from a very high carrier frequency to a much lower one
at which this information can be analyzed with digital
instruments. The spectral resolution of the entirely digi-
tal noise measurement system was found to be similar to
that of a conventional phase bridge. Yet, among the ad-
vantages of the digital measurements is the immunity to
intensity noise and the ability of self-calibration, which
streamlines the noise measurement process.
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